[Determination of loganin in Cornus officinalis Sieb. et Zucc. by TLC scanner].
The content of loganin extracted from Cornus of ficinalis was determined directly on a CS-930 TLC scanner. The method is simple and sensitive, and can serve as an index for checking the quality of C. of ficinalis.